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SENSOR SERIAL NUMBER: 2732
CALIBRATION DATE: 22-Jan-14

SBE3 TEMPERATURE CALIBRATION DATA
ITS-90 TEMPERATURE SCALE

 
ITS-90 COEFFICIENTS IPTS-68 COEFFICIENTS

g =  4.37466984e-003

h =  6.46086704e-004

i =  2.38830577e-005

j =  2.32472730e-006

f0 = 1000.0

a =  3.68121278e-003

b =  6.01668291e-004

c =  1.61396405e-005

d =  2.32629036e-006

f0 = 3047.261

 

 BATH TEMP                   INSTRUMENT FREQ                 INST TEMP                           RESIDUAL

       (ITS-90)                                    (Hz)                                    (ITS-90)                                (ITS-90)

  -1.5000            3047.261            -1.5000            -0.00003

   1.0000            3222.426             1.0000             0.00002

   4.5000            3479.739             4.5001             0.00008

   8.0000            3751.496             8.0000             0.00001

  11.5000            4038.090            11.4999            -0.00008

  15.0000            4339.902            14.9999            -0.00013

  18.5000            4657.319            18.5001             0.00013

  22.0000            4990.635            22.0001             0.00007

  25.5000            5340.210            25.5000            -0.00003

  29.0000            5706.380            29.0000            -0.00005

  32.5000            6089.455            32.5000             0.00002

 

Temperature ITS-90 = 1/{g + h[ln(f
0
/f)] + i[ln

2
(f

0
/f)] + j[ln

3
(f

0
/f)]} - 273.15 (°C)

Temperature IPTS-68 = 1/{a + b[ln(f
0
/f)] + c[ln

2
(f

0
/f)] + d[ln

3
(f

0
/f)]} - 273.15 (°C)

Following the recommendation of JPOTS: T
68

 is assumed to be 1.00024 * T
90

 (-2 to 35 °C)

Residual = instrument temperature - bath temperature
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Temperature, Degrees C

15-Feb-12  -0.44
22-Jan-14  -0.00


